Triage Product Recalled Lots

Product Name

Lot Number

Triage BNP Test

K506718

W494868

W4a94878

W494898

W494988

W495008

W4a38738

W438308

W498958

W498968

W499348

W499478

W499488

W499508

W439628

W4399688

W502578

W502788

W502798

W502828

W502878

W502948

W503138

Triage CardioProfiler Panel

W4a96048

W496068

W496078

W496118

Wa96128

W496138

W496148

W496158

W496168

W4a96178

W496208

W496228

W496238

Wa96248

W496258

W496278

W496288

W496298

W496308

W496318

W496338

W496348

W496358

W496388

W496398

W507268

W507278

W507288

W507348

W507398

May 22,2012

Product Name

Lot Number

Triage Cardiac Panel

K505148

W497538

W497548

W497568

W497578

W497588

W497608

W4a397618

W4a97628

W4a97648

W497678

W497688

W497698

W497708

W506088

W506138

W506218

W506238

W506258

W506328

W506348

W506378

W506398

W506418

W506428

W511148

W511198

Triage Profiler SOB Panel

K507088

W500098

W500118

W500128

W500138

W500148

W50016VB

W500218

W500268

W500288

W500308

W507718

W507728

W507738

W507748

W507788

W508018

Triage D-dimer

W500698

W500708

W500718

W505418

W505518

W505528

W505568




