
 

California Medical Device 
Recall Information 

 

Recall Name 

Covidien Recalls Power Pac Batteries for Newport HT70 and HT70 Plus Ventilators 
Due to Early Battery Depletion 

Recall Date Product Description Recalling Firm Recall Reason 

 
04/04/13 

 
Power Pac Batteries used 
with Newport HT70 or HT70 
Plus Ventilators 

 
Covidien 
Boulder, CO 

 
Ventilators may go 
to internal backup 
battery sooner than 
expected while 
operating on Power 
Pac battery.  
 

Recall Class Product Identification Distribution Affected Dates 

 
I 

 
Serial numbers between 
2096134110001 and 
2292048120050 must be 
replaced. 

 
CA, nationwide 
 

 
Covidien alerted 
customers of the 
recall by letter on 
04/04/13. 

 
FOR ADDITIONAL INFORMATION, PLEASE VISIT:   
 
http://www.fda.gov/Safety/Recalls/ucm348638.htm 
 
 

 

 

http://www.fda.gov/Safety/Recalls/ucm348638.htm

