
 

California Medical Device 
Recall Information 

 

Recall Name 

Nova Diabetes Care Recalls the Nova Max Glucose Strips 

Due to a Potential for False Results 

Recall Date Product Description Recalling Firm Recall Reason 

 
7/26/13 

 
Nova Max Glucose Strips  

 
Nova Diabetes Care, Inc. 
Waltham, MA 

 
May report false, 
abnormally high 
blood glucose 
results. 

Recall Class Product Identification Distribution Affected Dates 

 
N/A 

 
Nova Max Glucose Test Strips 
 

and 
 

Nova Max Glucose Meter kits 
with test strips 
 
Test Strip Lot Numbers: 
 

1020211346 1020712206 

1020411347 1020212207 

1020611348 1020412255 

1020811350 1020212291 

1020211355 1020912292 

1020212032 1020412341 

1020512087 1020213043 

1020212100 1020213074 

1020212101 1020213109 

1020212153  
 

 
CA, global 
 

 
Manufactured from 
December 2011 to 
April 2013 

 
FOR ADDITIONAL INFORMATION, PLEASE VISIT:   
 
http://www.fda.gov/Safety/Recalls/ucm362845.htm  
 
 

 

http://www.fda.gov/Safety/Recalls/ucm362845.htm

