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Mammography Machine Identification

October 30, 2006


TITLE 17, DIVISION 1, CHAPTER 5, SUBCHAPTER 4.0

GROUP 3. STANDARDS FOR PROTECTION AGAINST RADIATION

ARTICLE 4.5. Requirements for Use of X-Ray in Mammography.

(1) Amend section 30315.33 to read:

§ 30315.33. Complete Facility Application.

(a) An application submitted for compliance with sections 30315.22 or 30315.23 shall be considered complete if the application contains the following:

(1) through (14)

No Change to text.
(15) For each radiation machine that will be used to perform mammographic examinations:

(A) The machine's manufacturer, model number, and serial number the facility’s radiation machine identification number as specified in section 30317(g)of the control;

(B) Whether the machine will be used in a mobile setting.  If the machine will not be used in a mobile setting, the designated room number within the facility where the machine is installed or fixed;

(C) Whether the machine is a screen-film, xeromammography or digital system. If the machine is a screen-film system, the name of the manufacturer of the screen and film, and the type of screen and film used; and

(D) If the machine requires a screen-film image receptor, a phantom image of a phantom that meets the requirements of section 30316.22.


(16) through (23)

No change to text.
Note:  Authority cited:  Sections 100275 and 115060, Health and Safety Code.

Reference:  Section 115060, Health and Safety Code.

(2) Amend section 30316.60 to read:

§ 30316.60. Medical Physicist Survey Reports.


(a) 

No change to text.

(b)

No change to text.
 


(c) The survey report shall identify each radiation machine by the serial number facility’s radiation machine identification number as specified in section 30317(g)of the X-ray control.


(d) 

No change to text.
Note:  Authority cited:  Sections 100275 and 115060, Health and Safety Code.

Reference:  Sections 115060 and 115100, Health and Safety Code. 

(3) Amend section 30317 to read:
§ 30317. General Facility Requirements.

(a) through (f)

No change to text.


(g) Each facility shall maintain an inventory of each mammography X-ray machine.  The inventory shall identify each machine by a unique radiation machine identification number.  That number shall be permanently affixed to the machine.

Note:  Authority cited:  Sections 100275 and 115060, Health and Safety Code.

Reference:  Sections 115060, 115100 and 115115, Health and Safety Code. 

(4) Amend section 30319.20 to read:
§ 30319.20. Record Keeping Requirements.

(a)

No change to text.
(b) Each facility shall maintain records for inspection by the Department showing calibrations, maintenance, and modifications performed on each radiation machine for three years. These records shall include the date of the calibration, maintenance, or modification performed, the name of the individual making the record, and the manufacturer's model and serial numberthe facility’s radiation machine identification number as specified in section 30317(g)of the X-ray control. 

(c) Each facility shall maintain records showing the receipt, transfer, and disposal of radiation machines pursuant to section 30293. These records shall include the date of receipt, transfers, or disposal, the name and signature of the individual making the record, and the manufacturer’s model and serial numberthe facility’s radiation machine identification number as specified in section 30317(g) from the X-ray control.  Records shall be maintained for inspection by the Department until the facility ceases use and disposes of the radiation machine.

Note:  Authority cited:  Sections 100275 and 115060, Health and Safety Code.

Reference:  Section 115060, Health and Safety Code. 
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