
     
         

    
  

       

     
      

     

  
  

        

   
 

 
 

 
 

 

 
 
 

 
 
 
 

 

 
      

  
 

 

  
 

  
 

        

State of California—Health and Human Services Agency 

California Department of Public Health 
Food and Drug Branch – Device Recalls 

CALIFORNIA DEVICE RECALL INFORMATION SHEET 

Draeger Medical Recalls Seattle PAP Plus And Breathing Circuit/Anesthesia Kits For Risk Of 
Loose Or Detached Components That Can Restrict Breathing Support 

Recall Date Product Description Recalling Firm Recall Reason 

5/24/2023 Seattle Pap Plus
Ventilator, non-continuous 
(respirator) 
MP02260 

DRAEGER MEDICAL 
Telford, 
Pennsylvannia 

Glued connections of 
the breathing circuit 
can become loose 
before or during ven-
tilation resulting in 
partial or complete 
detachment of 
pieces. 

Recall 
Class Product Identification Distribution Affected Dates 

I Product 1 
Product 1 Identification Details 
UDI etc 

10705 Units 
in California 

March 2023 -
March 2020 

FOR ADDITIONAL INFORMATION, PLEASE VISIT THE FDA WEBSITE 

CDPH Food and Drug Branch 
MS 7602  P.O. Box 997435  Sacramento, CA 95899-7435 

(916) 650-6500 ● (916) 650-6650 FAX
Internet Address: www.cdph.ca.gov 

http://www.cdph.ca.gov/
https://www.cdph.ca.gov/Programs/CEH/DFDCS/Pages/FDBPrograms/MedicalDeviceSafetyProgram.aspx
https://www.cdph.ca.gov/Programs/CEH/DFDCS/Pages/FDBPrograms/MedicalDeviceSafetyProgram.aspx
https://www.fda.gov/medical-devices/medical-device-recalls/draeger-medical-recalls-seattle-pap-plus-and-breathing-circuitanesthesia-kits-risk-loose-or-detached
www.cdph.ca.gov

