
     
          

    
  

       

     

       

     

      

        

  

  
 

 

 
   

 
  

 

 
 

     

  

 
 

 

  
 

 
 

        

State of California—Health and Human Services Agency 

California Department of Public Health 

Food and Drug Branch – Device Recalls 

CALIFORNIA DEVICE RECALL INFORMATION SHEET 

Medline Industries Recalls Hudson Rci Addipak Unit Dose Vials For Sterility Failure 

Recall Date Product Description Recalling Firm Recall Reason 

9/20/2023 Medline Industries 
HUDSON RCI Addipak, UNIT 
DOSE VIALS, 5mL Sterile 0.9% 
NaCl Solution for Inhalation 
USP. REF RHUD59U 

Medline Industries 
Northfield,Illinois 

Product disposition-
ed for scrap for ster-
ility failure investig-
ation that was inadv-
ertently shipped to 
customers. 

Recall 
Class 

Product Identification Distribution Affected Dates 

I Medline Industries 
HUDSON RCI Addipak, UNIT 
DOSE VIALS, UDI/DI 
140267047147818, Lot code 
3B085 

18,000 Units 
Nationwide 

August 2023 and 
prior 

FOR ADDITIONAL INFORMATION, PLEASE VISIT THE FDA WEBSITE 

CDPH Food and Drug Branch 
MS 7602 ⚫ P.O. Box 997435 ⚫ Sacramento, CA 95899-7435 

(916) 650-6500 ● (916) 650-6650 FAX 
Internet Address: www.cdph.ca.gov 

http://www.cdph.ca.gov/
https://www.cdph.ca.gov/Programs/CEH/DFDCS/Pages/FDBPrograms/MedicalDeviceSafetyProgram.aspx
https://www.cdph.ca.gov/Programs/CEH/DFDCS/Pages/FDBPrograms/MedicalDeviceSafetyProgram.aspx
https://www.accessdata.fda.gov/scripts/ires/index.cfm?Product=202670
www.cdph.ca.gov

