<table>
<thead>
<tr>
<th>Recall Date</th>
<th>Product Description</th>
<th>Recalling Firm</th>
<th>Recall Reason</th>
</tr>
</thead>
</table>
| 4/18/2022   | **Medfusion Syringe Pump**  
Model 4000-0100-50, Model 4000-0101-249, Model 4000-0101-50, Model 4000-0101-51, Model 4000-0101-78, Model 4000-0105-249, Model 4000-0105-51, Model 4000-0105-78, Model 4000-0106-00, Model 4000-0106-01, Model 4000-0106-231 | Smiths Medical ASD Inc.  
| 4/18/2022   | **Medfusion Syringe Pump**  
Minneapolis, Minnesota | Multiple issues with the potential for interruption of therapy or over-infusion |
<table>
<thead>
<tr>
<th>Recall Class</th>
<th>Product Identification</th>
<th>Distribution</th>
<th>Affected Dates</th>
</tr>
</thead>
</table>
| I            | **Medfusion Syringe Pump**
Model 4000-0100-50: UDI
061058603532, Serial Numbers:
200380 - 2016626 | 58671 Units Worldwide  | April 2022 and prior      |
| I            | **Medfusion Syringe Pump**
Model 3500: No UDI, Serial Numbers: Model 3500: No UDI, Serial Numbers: M63658-M37660 | 65093 Units Worldwide  | April 2022 and prior      |

FOR ADDITIONAL INFORMATION, PLEASE VISIT THE [FDA WEBSITE](https://www.fda.gov)