
Boston Scientific Recall 10/9/15 

 

Full List of Affected Devices 

Product Description Material Number (UPN) Batch 
Batch 
Expiration Date 

RotaWire Elite Guidewire and 
wireClip Torquer Guidewire 
Manipulation Device 

H802223301 (5-pack, outer package 
UPN) H802223300 (single unit, inner 
package UPN) 

18201519 
18212726 
18256610 
18261218 
18271412 
18282032 
18362094 
18378161 
18379210 
18384443 

6/25/2017 
through 
9/9/2017 

H802233301 (5-pack, outer package 
UPN) H802233300 (single unit, inner 
package UPN) 

18141187 
18194620 
18220238 
18261834 
18285502 
18303265 
18390089 

 


