
 

California Medical Device 
Recall Information 

 

Recall Name 

Teleflex Medical Recalls Hudson RCI Pediatric Anesthesia Breathing Circuits 

Due to Potential to Break or Crack During Use 

Recall 
Date 

Product Description Recalling Firm Recall Reason 

 
9/08/14 

 
Hudson RCI Pediatric Anesthesia 
Breathing Circuits 
 

 
Teleflex Medical 
Durham, NC 

 
The pediatric breathing 
circuit ends may crack 
or break prior to and 
during use. 

Recall 
Class 

Product Identification Distribution Affected Dates 

 
I 

 
Suspected Lots Recalled: 
 

Product 
Code 

Lot Number 

313905 02F1300085 

353900 02D1300584 

353901 0241300618 

353911 
02G1300296, 02G1300861, 
02F1300729 

313901 02G1300088 

353811 
02E1300090, 02E1301383, 
02E1301867 

353911 02F1300102, 02F1300177 

353900 02F1302029 

353801 

02E1300623, 02FF1300098, 
02H1300172, 02H1300454, 
02H1301128, 02F300180, 
02E1301891, 02J1300876, 
02H1301838, 02J1302412, 
02B1400324 

353901 02E1301378 

353900 02E1301892 

353901 
02F1302047, 02F1300101, 
2G1300879 

 

 
CA, worldwide 

 

 
Distributed from  
 

June 2013 to 
May 2014 

FOR ADDITIONAL INFORMATION, PLEASE VISIT:   

http://www.fda.gov/MedicalDevices/Safety/ListofRecalls/ucm417731.htm  

 

 

http://www.fda.gov/MedicalDevices/Safety/ListofRecalls/ucm417731.htm

